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Auditory brainstem response (ABR) has been used since 
the early 1970s to estimate hearing thresholds and to identify 
disorders of the central auditory nervous systems. Since then, 
there have been substantial efforts to improve the ABR spec-
tral neural synchrony by simultaneously activating the whole 
basilar membrane to improve its signal to noise ratio (SNR) 
[1,2]. Among these efforts include the works by Dau, et al. [1] 
who first introduced the chirp stimulus based on the linear 
cochlear model [3] and expanded the earlier concept of a 
stimulus with rising sweeps in frequency by Shore and Nut-
tall [4] when recording compound action potential. 
Dau, et al. [1] designed the upward rising chirp stimuli to 
overcome the issues of the lower frequencies phase cancella-
tion in the ABR to the click stimulus. In the upward rising 
chirp stimuli, the onset of the low-frequency signals is ad-
justed to appear before the high-frequency signals to com-
pensate for the traveling wave delay of the low-frequency 
signals. This adjustment allows for all frequency signals to 
arrive at the cochlear at the same time, thus obtaining a max-
imum temporal synchronization. The ABR from the upward 
rising chirp stimuli has several advantages, including a larger 
Wave V amplitude in comparison with the ABR to the click 
stimulus especially at lower and mid-intensity levels [5,6], 
high correlation with pure tone audiometry, and better thresh-
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Background and Objectives: There is growing interest in the use of the Level-specific (LS) 
CE-Chirp® stimulus in auditory brainstem response (ABR) due to its ability to produce promi-
nent ABR waves with robust amplitudes. There are no known studies that investigate the 
test-retest reliability of the ABR to the LS CE-Chirp® stimulus. The present study aims to in-
vestigate the test-retest reliability of the ABR to the LS CE-Chirp® stimulus and compare its 
reliability with the ABR to standard click stimulus at multiple intensity levels in normal-hearing 
adults. Subjects and Methods: Eleven normal-hearing adults participated. The ABR test 
was repeated twice in the same clinical session and conducted again in another session. The 
ABR was acquired using both the click and LS CE-Chirp® stimuli at 4 presentation levels (80, 
60, 40, and 20 dBnHL). Only the right ear was tested using the ipsilateral electrode montage. 
The reliability of the ABR findings (amplitudes and latencies) to the click and LS CE-Chirp® 
stimuli within the same clinical session and between the two clinical sessions was calculated 
using an intra-class correlation coefficient analysis (ICC). Results: The results showed a signif-
icant correlation of the ABR findings (amplitude and latencies) to both stimuli within the same 
session and between the clinical sessions. The ICC values ranged from moderate to excellent. 
Conclusions: The ABR results from both the LS CE-Chirp® and click stimuli were consistent 
and reliable over the two clinical sessions suggesting that both stimuli can be used for neu-
rological diagnoses with the same reliability.  J Audiol Otol 2021;25(1):14-21
KEY WORDS:0 Auditory brainstem response · Reproducibility of results ·  
Auditory evoked potentials.
This is an Open Access article distributed under the terms of the Cre-
ative Commons Attribution Non-Commercial License (https://creative-
commons.org/licenses/by-nc/4.0/) which permits unrestricted non-com-
mercial use, distribution, and reproduction in any medium, provided the 
original work is properly cited.
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old estimations than the ABR to the click stimulus [6,7]. It 
can also save time in assessing newborns if high stimulus 
rates with an objective detection analysis are used [8]. 
Despite this success, the traditional upward rising chirp 
stimuli have been reported to have poor representation of 
Waves I and III, even in normal hearing subjects [5]. There 
was also a reduction of Wave V amplitude at high stimulation 
levels compared to the ABR to the click stimulus. This is prob-
ably due to a mismatch between the slow onset of the upward 
rising chirp stimuli at high-intensity levels with Wave I and 
III neural fibers that discharge at a rapid rate [9]. Elberling, et 
al. [10] evaluated the upward rising chirp stimuli with differ-
ent stimulus durations and intensity levels on ten normal-
hearing adults. The authors found that the rising chirp with a 
shorter stimulus duration is suitable for high-intensity level 
presentation to avoid the upward spread of excitation. In 
contrast, at lower and mid-intensity levels, a longer rising 
chirp stimulus duration is needed because the potentially re-
stricted region of the cochlear will be excited. From this 
study, upward rising chirp stimuli that are dependent on the 
stimulus levels are proposed and termed as a level-dependent 
chirp or level-specific CE-Chirp® [11]. 
Unlike the traditional ABR with upward rising chirp stimuli, 
the ABR LS CE-Chirp® can produce the earlier ABR waves (I 
and III), and later wave (V) with a larger amplitude than the 
ABR to the click stimulus at both the lower and high-intensity 
levels [12-14]. Due to this, it was proposed as a tool for neu-
rological diagnosis for determining lesions around the central 
auditory nervous system [14]. Before the ABR to the LS CE-
Chirp® stimulus can be used clinically for either neurological 
diagnosis or threshold seeking, knowledge on its reliability 
must be established [15]. Regarding ABR, its reliability can 
be obtained by measuring the consistency of the repeated ABR 
recordings during the same session or between different clini-
cal sessions. This will provide the tester with a high level of 
confidence that they are accepting the correct ABR waves as 
opposed to incorrectly accepting noise [16]. 
There is scant evidence on the test-retest reliability of ABR 
to the LS CE-Chirp® stimulus. Contrastingly, the test-retest 
reliability has been well studied in the ABR recorded to the 
click stimulus [17-19] and has been investigated in a single 
study using a traditional rising chirp stimulus [20]. Previous 
studies on test-retest reliability results from ABR to the click 
stimulus revealed that the ABR results in normal hearing 
subjects can be consistently recorded within the same session 
and between different clinical sessions separated by a few 
days and up to two years [17-19, 21-23]. Cobb and Stuart [20] 
is the only study that investigated the test-retest reliability 
using the traditional upward rising chirp stimuli on thirty 
healthy newborns. In the study, the ABR test-retest reliability 
was assessed at the same clinical session with multiple inten-
sity levels. Cobb and Stuart [20] found significant correlations 
in the air and bone conduction ABR Wave V amplitudes and 
latencies from the traditional upward rising chirp stimuli be-
tween the repeat ABR waveforms at multiple intensity levels. 
To the author’s knowledge, there are no known studies that 
have sought to determine the test-retest reliability using LS 
CE-Chirp®. Therefore, this requires further investigation. Pre-
vious literature findings concerning the ABR test-retest reli-
ability using other stimuli (e.g., click and CE-Chirp® or tradi-
tional chirp) may not apply to the ABR to the LS CE-Chirp® 
stimulus, because of the different potential findings obtained 
when using this stimulus. The advantages of the ABR to the 
LS CE-Chirp® stimulus suggest at least similar, if not better 
test-retest reliability results than the ABR to other stimuli (click 
and CE-Chirp®). Thus, the present study aims to investigate 
the test-retest reliability of the ABR to the LS CE-Chirp® 




Eleven normal hearing adult subjects (five males and six fe-
males) aged between 18 and 25 years participated. This study 
received ethical approval from the International Islamic Uni-
versity Malaysia Research Ethics Committee (approval code: 
IREC 2018-279). Written informed consent was obtained 
from all of the subjects. The study participants met the inclu-
sion criteria, which were: no significant abnormalities in the 
ear canal and tympanic membrane based on otoscopic exami-
nation, normal hearing with a threshold of ≤20 dB across fre-
quencies (250 Hz to 8,000 Hz) based on a pure tone audiome-
try test, no middle ear problems (Type A tympanogram) and no 
other otological problems.
Study participants underwent preliminary tests that includ-
ed an otoscopic examination, tympanometry, acoustic reflex, 
and pure tone audiometry. Those with the flu or a fever for at 
least 2 or 3 days before the clinical session were excluded 
from this study to avoid the presence of conductive elements. 
All the subjects were invited to return for another test session, 
which was scheduled one to two weeks after the first assess-
ment (7 to 13-day interval). During the second session, the 
same preliminary tests were carried out to check for any changes 
in their audiological findings. 
Methods
The ABR was performed in a sound treated-room located 
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at a hearing and speech clinic. The experiment was conduct-
ed using a two-channel Interacoustic Eclipse ABR system. 
The participants had Nu- prep skin preparation gel applied 
on four skin areas: the high forehead, lower forehead, and 
right and left mastoids. Ambu Neuroline 720 (Ambu A/S, Bal-
lerup, Denmark) disposable electrodes were then placed on 
the scrubbed area, where the non-inverting electrode was 
placed on the high forehead, inverting electrodes were placed 
on the right and left mastoids, and the ground electrode was 
placed on the lower forehead. The individual electrode imped-
ance was maintained below <3,000 Ω with almost equivalent 
inter-electrodes impedance. 
The ABR was elicited using a standard 0.1 ms click ABR 
(spectrum of 0.2-11 kHz) and commercially available LS 
CE-Chirp® (spectrum of 0.2-11 kHz) stimulus presented 
through the Eclipse ER-3A (Etymotic Research, Inc., Elk 
Grove Village, IL, USA) insert phone at 19.1 Hz, on the right 
ear using rarefaction polarity. The acoustic calibration was 
maintained following the reference-equivalent threshold sound 
pressure level of ISO 389-6:2007 for the click stimulus and 
Physikalisch-Technische Bundesanstalt (PTB; National Me-
trology Institute of the Federal Republic of Germany, Braun-
schweig, Germany) for the LS CE-Chirp® stimulus. The ref-
erence levels of 0 dBnHL were 35.5 dB peSPL for the click 
stimulus and 31.5 dB peSPL for the LS CE-Chirp® stimulus. 
Multiple levels of intensity were presented randomly for 
both stimuli at 80, 60, 40, and 20 dBnHL. The masking noise 
of 40 dBnHL was presented on the left ear to prevent the an-
ticipation of the non-test ear cochlea when presenting the 
stimulus at 80 dBnHL. The participants were instructed to lie 
down and remain relaxed to minimize the noise and muscle 
artifacts throughout the test. In each session, the recording was 
done twice to ensure repeatability and to measure the reliabili-
ty within the same clinical session (later described as Trial 1 
and 2). The same ABR procedure was applied in the second 
clinical session, and the interval between sessions varied be-
tween 7 and 13 days. 
The ABRs were averaged using Bayesian-weighted aver-
aging until the residual noise level reached 40 nanovolt, and 
the maximum averages were set at 12,000 [24]. All of the 
participants reached the residual noise of 40 nanovolt before 
the maximum average of 12,000. Therefore, the actual num-
ber of sweeps for each of the recordings varied depending on 
the noise and test environment conditions. The noise rejection 
level was set to 40 µV. To determine the quality of the ABR, 
the SNR of each of the ABRs was measured. ABR was con-
sidered as present if the SNR was more than three. 
Waveform analysis
The variables for this study were the amplitudes and abso-
lute latencies of Waves I, III, and V. Only the amplitude and 
latency of Wave V was measured at 60, 40, and 20 dBnHL. 
This is because the ABR of Waves I and III begin to disappear, 
especially at lower intensity levels [25]. Waves I, III, and V la-
tencies were determined from the onset of the stimulus to the 
maximum peak of the respective ABR waves. The amplitude 
of Waves I, III, and V were measured from the waves’ peak to 
its following trough in microvolts (µV). The same waveform 
analysis procedure was used for the second session for all 
the waves tested. The ABR waveform analysis was decided 
by the first (F.N.J.) and fourth authors (M.N.M.) and con-
firmed by the second author (A.A.A.D.), who has 17 years of 
experience in recording ABR. The recording parameters and 
test conditions of the waveforms were unknown to all of the 
examiners. Data from both the male and female subjects were 
pooled since no significant difference was found between the 
mean of these groups in terms of the amplitudes and laten-
cies of Waves I, III, and V (p>0.05). 
Statistical analysis
Parametric tests were used since the data met the paramet-
ric assumptions based on the visual inspection of a histogram 
and box plot and the Shapiro Wilk test (p>0.05). To test the 
reliability of the ABR to the LS CE-Chirp® stimulus and 
click stimuli for within and between clinical sessions, the in-
tra-class correlation (ICC) test was computed at a 95% confi-
dence interval. The ICC was used as it considers the variability 
in results with multiple parameters [26]. The ICC was used to 
examine the reliability of the absolute latencies, and the am-
plitude of the ABR (Waves I, III and V) elicited from both the 
click and LS CE-Chirp® stimuli within the session (repeated 
ABR on the same clinical session) and between the first ses-
sion and the second recording session. Poor, moderate, good, 
and excellent reliability were indicated by ICC values that 
were less than 0.5, between 0.5 and 0.75, between 0.75 and 
0.9, and more than 0.90, respectively [26].
To acquire value differences that can be used to determine 
a normal variation of the ABR to both the LS CE-Chirp® and 
click stimuli, the test-retest difference test was computed. To 
compute the test-retest difference, the ABR absolute latencies 
and amplitudes were subtracted from the first session and the 
second session. Note that the test-retest differences are always 
expressed as positive values. Lastly, a paired sample t-test 
with a 95% confidence interval was used to compare the mean 
test-retest difference between the ABR results (amplitudes 
and latencies) to both the click and LS CE-Chirp® stimuli. 
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Results
All of the ABR study participants were present at all inten-
sity levels in both clinical sessions. Waves I, III, and V were 
identified in all study participants at 80 dBnHL in ABR to the 
click and LS CE-Chirp® stimuli in the first and second ses-
sions. Wave V was identified in all study participants at 60, 
40, and 20 dBnHL in the first and second sessions. Fig. 1 il-
lustrates the ABR waveforms recorded from the click and LS 
CE-Chirp® stimuli in both clinical sessions from one of the 
study participants. 
ICC for absolute latencies of waves I, III and V
Table 1 displays the results from the ICC analysis that was 
used to evaluate the relationship between the absolute laten-
cies for Waves I, III, and V within the same session (Trial 1 
vs. Trial 2) and between different sessions for both the ABR 
to the click and LS CE-Chirp® stimuli at multiple intensity 
levels. The analysis shows a significant correlation of the ab-
solute latencies of Waves I and III at 80 dBnHL, and Wave V 
Fig. 1. Auditory brainstem response waveforms recorded to the LS CE-Chirp® (upper panel) and click (lower panel) stimuli from the first 
session (left panel) and second session (right panel). The roman numerals (I, III, and V) represents the peak of each ABR wave (I, III, 
and V) and “▲” represents the trough of each of the respective waves.
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at all intensities within the same session and between differ-
ent sessions (p<0.05) for both the ABR to the LS CE-Chirp® 
and click stimuli. The ICC values for both the ABR to the LS 
CE-Chirp® and click stimuli were excellent in the within-ses-
sion analysis and moderate to excellent in the analysis of the 
different sessions.
ICC for the amplitudes of waves I, III and V
Table 2 displays the results from the ICC analysis that was 
used to evaluate the relationship between Waves I, III, and V 
amplitudes in different sessions and within the same session 
(Trial 1 vs. Trial 2) for both the ABR to the click and LS CE-
Chirp® stimuli at multiple intensity levels. The analysis shows 
a significant correlation of the amplitudes of Waves I and III 
at 80 dBnHL and Wave V at all intensities within the same 
session and between different sessions (p<0.05) for both the 
ABR to the LS CE-Chirp® and click stimuli. For within the 
same session, the ICC values for both the ABR to the LS 
CE-Chirp® and click stimuli were excellent except for the 
ABR to the click stimuli at 20 dBnHL with moderate reli-
ability values. For between different sessions, the ICC values 
for both the ABR to the LS CE-Chirp® and click stimuli ranged 
from moderate to excellent reliability with the lowest ICC val-
ues obtained from ABR Wave V amplitude to the LS CE-
Chirp® at 80 dBnHL.
Test-retest difference
Table 3 and 4 present the values for the test-retest differ-
ence of the ABR absolute latencies and wave amplitudes for 
both ABR to the click and LS CE-Chirp® stimuli between the 
first and second sessions (mean, standard deviation, 5% per-
centile, 50% percentile, and 75% percentile). Table 3 and 4 
also display the mean and standard deviations of the ABR 
absolute latencies and wave amplitudes for both stimuli in 
both sessions.
Based on the results in Table 3, the mean test-retest differ-
ences for the ABR waves absolute latencies (I, III, and V) are 
between 0.02 ms and 0.06 ms for the ABR to the click stimu-
lus and between 0.00 ms to 0.11 ms for the ABR to the LS 
CE-Chirp® stimulus. Wave V ABR absolute latencies at 40 
and 80 dBnHL for the ABR to the click and LS CE-Chirp® 
stimuli, respectively, give the highest mean test-retest differ-
ences.
For ABR wave amplitudes (I, III, and V), the mean test-re-
test differences were between 0.00 µV and 0.03 µV for the 
ABR to the click stimulus and between 0.00 µV and 0.02 µV 
for the ABR to the LS CE-Chirp® stimulus. The highest mean 
test-retest differences were obtained from Wave V ABR am-
plitudes at 60 and 80 dBnHL for the ABR to the click and LS 
CE-Chirp® stimuli, respectively. These results are summa-
rized in Table 4.
Table 1. Auditory brainstem response absolute latencies to the click and LS CE Chirp® stimuli intraclass correlation coefficient at 95% confi-




Click stimulus LS CE Chirp® stimulus
Between first and second 
trial within session
Between 
session 1 and 2
Between first and 
second trial within session
Between  
session 1 and 2
Wave I 80 0.95 0.89 0.92 0.73
Wave III 80 0.96 0.85 0.94 0.88
Wave V 80 0.80 0.71 0.99 0.93
Wave V 60 0.99 0.96 0.99 0.86
Wave V 40 0.98 0.93 0.98 0.88
Wave V 20 0.98 0.89 0.97 0.84
p＜0.05 is considered statistically significant for all results
Table 2. Auditory brainstem response waves amplitudes to the click and LS CE Chirp® stimuli intraclass correlation coefficient at 95% 




Click stimulus LS CE Chirp® stimulus
Between first and second 
trial within session
Between 
session 1 and 2
Between first and 
second trial within session
Between 
session 1 and 2
Wave I 80 0.99 0.97 0.98 0.97
Wave III 80 0.99 0.97 0.98 0.97
Wave V 80 0.91 0.87 0.95 0.66
Wave V 60 0.96 0.76 0.99 0.86
Wave V 40 0.92 0.86 0.93 0.72
Wave V 20 0.69 0.90 0.93 0.74
p＜0.05 is considered statically significant for all results
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Further analysis was done to compare the mean test-retest 
difference between the ABR to the click and LS CE-Chirp® 
stimuli. There were no significant differences in the mean 
test-retest differences between the ABR to the click and LS 
CE-Chirp® stimuli in all of the test results, including all am-
plitudes and absolute latencies (p-value>0.05).
Discussion
The present study investigates the test-retest reliability of 
the ABR to the LS CE-Chirp® and click stimuli in normal-
hearing adults at multiple intensity levels. The results showed 
that the ABR elicited from both the click and LS CE-Chirp® 
stimuli can be consistently recorded in normal-hearing adults 
within the same session and in separate clinical sessions. In 
particular, the ABR absolute latencies and amplitudes (Waves 
I, III, and V) show high reliability with moderate to excellent 
ICC values. 
The test-retest reliability findings for the absolute wave la-
tencies (I, III, and V) in both the ABR to the click and LS 
CE-Chirp® stimuli are consistent with the previous literature 
from the ABR to the click stimulus [17-19,23] and the ABR to 
the CE-Chirp® stimulus [20]. The present study further sug-
gests the ABR absolute latencies elicited from the LS CE-
Chirp® are as consistent and reliable as the ABR to the click 
stimulus and the previous version of CE-Chirp. This strongly 




1st session 2nd session Test-retest difference 5th 50th 75th
Click
Wave I 80 1.34 (0.11) 1.36 (0.13) 0.02 (0.07) 0.16 0.02 0.05
Wave III 80 3.46 (0.17) 3.49 (0.20) 0.03 (0.13) 0.27 0.03 0.06
Wave V 80 5.13 (0.20) 5.16 (0.21) 0.03 (0.19) 0.52 0.02 0.06
Wave V 60 5.67 (0.30) 5.69 (0.30) 0.02 (0.12) 0.17 0.04 0.04
Wave V 40 6.41 (0.36) 6.35 (0.38) 0.06 (0.20) 0.20 0.10 0.19
Wave V 20 7.46 (0.45) 7.44 (0.44) 0.02 (0.28) 0.36 0.02 0.17
Chirp
Wave I 80 1.49 (0.13) 1.46 (0.16) 0.03 (0.13) 0.12 0.04 0.01
Wave III 80 3.52 (0.17) 3.51(0.20) 0.00 (0.12) 0.25 0.04 0.07
Wave V 80 5.02 (0.25) 5.13 (0.30) 0.11 (0.15) 0.42 0.06 0.01
Wave V 60 5.31 (0.35) 5.42 (0.46) 0.11 (0.29) 0.89 0.03 0.02
Wave V 40 6.24 (0.46) 6.32 (0.51) 0.08 (0.31) 0.87 0.00 0.12
Wave V 20 7.65 (0.41) 7.63 (0.52) 0.01 (0.35) 0.81 0.07 0.24





1st session 2nd session Test-retest difference 5th 50th 75th
Click
Wave I 80 0.33 (0.19) 0.32 (0.16) 0.00 (0.06) 0.10 0.00 0.05
Wave III 80 0.42 (0.19) 0.40 (0.21) 0.02 (0.07) 0.13 0.03 0.07
Wave V 80 0.62 (0.17) 0.62 (0.16) 0.00 (0.11) 0.17 0.01 0.05
Wave V 60 0.44 (0.13) 0.42 (0.14) 0.03 (0.12) 0.15 0.04 0.06
Wave V 40 0.37 (0.77) 0.37 (0.08) 0.00 (0.05) 0.10 0.01 0.02
Wave V 20 0.28 (0.10) 0.25 (0.09) 0.03 (0.06) 0.04 0.02 0.06
Chirp
Wave I 80 0.38 (0.18) 0.38 (0.17) 0.00 (0.06) 0.11 0.00 0.02
Wave III 80 0.36 (0.13) 0.35 (0.11) 0.01 (0.04) 0.06 0.02 0.03
Wave V 80 0.83 (0.18) 0.83 (0.22) 0.00 (0.12) 0.24 0.07 0.09
Wave V 60 0.84 (0.21) 0.84 (0.21) 0.00 (0.13) 0.27 0.05 0.05
Wave V 40 0.82 (0.18) 0.81 (0.12) 0.01 (0.15) 0.22 0.00 0.10
Wave V 20 0.46 (0.11) 0.48 (0.14) 0.02 (0.11) 0.13 0.02 0.02
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supports the use of this stimulus in clinical settings and for 
neurological diagnoses [14]. 
The reliability analysis of the wave (I, III, V) amplitudes in 
the ABR to the click and LS CE-Chirp® stimuli in the present 
study is somewhat consistent with previous studies [17,20, 
27-29]. While the consistency of the waves’ amplitude at 
multiple intensity levels within the same session and between 
sessions agrees with the literature, the higher ICC values (mod-
erate-excellent) are contradictory to past findings. Dzulkar-
nain, et al. [17] in their study found higher variations in the 
ABR wave amplitudes as compared to the ABR latencies and 
higher variations in the ABR of later waves as compared to 
the early waves. The signal averaging strategies used is one 
of the possible reasons for these differences. In the present 
study, the ABR signal averaging procedure was only stopped 
when recording reached a specified residual noise level of 40 
nanovolt instead of at a constant number of sweeps (2,000-
4,000) as used in the previous literature. ABR amplitudes can 
easily be affected by noise, especially if there is a large amount 
of background noise [30]. To overcome this problem, signal 
averaging is used to improve the ratio of the ABR signal 
over the background noise. The SNR is inversely propor-
tional to the noise amplitude, i.e., the lower the noise ampli-
tude, the better the SNR. In past studies, the use of constant 
sweeps (2,000 to 4,000 sweeps) for signal averaging might 
have resulted in uncertainty regarding the quality of the ABR 
recordings. If the amount of noise is high, the test-retest reli-
ability analysis could be influenced by the quality of the re-
cording instead of the inconsistency of the ABR amplitudes. 
Therefore, the use of different signal averaging procedures 
may explain the differences seen in the present study’s find-
ings and the literature. The results from the reliability analysis 
suggest that the ABR amplitudes have the potential to be used 
when recording the ABR to the LS CE-Chirp® stimulus (simi-
lar to the ABR to the click stimulus) for both neurological lesion 
diagnosis and threshold seeking. The optimum SNR of the ABR 
recording, including the amount of residual noise, should be 
considered before applying ABR amplitudes clinically. 
The acceptable value of the test-retest difference between 
and within sessions in the ABR to the click and LS CE-Chirp® 
stimuli were obtained. This value can be used when re-testing 
the same patient over a period of time. For example, if the ABR 
amplitudes and absolute latencies change within the cut-off 
value, those changes can be considered as a normal variation in 
the ABR recording itself and not because of any physiological 
changes that occur in the auditory system due to pathological 
conditions. The mean test-retest differences for the absolute 
latencies were less than 0.06 ms for the click stimulus and 0.11 
ms for the LS CE-Chirp® stimulus. For the ABR amplitudes, 
the mean differences were less than 0.03 µV for the click stim-
ulus and 0.02 µV for the LS CE-Chirp® stimulus. 
In conclusion, this study suggests that the ABR elicited from 
the LS CE-Chirp® stimulus is as reliable as the standard ABR 
elicited from the click stimulus based on the number of waves 
it produced, and the consistent absolute latencies and ampli-
tude values. Future research should explore the test-retest re-
liability using ABR to the LS CE-Chirp® stimulus in hearing-
impaired subjects or those with other pathologies across various 
age groups and with a larger sample size. This is to determine 
whether the value difference and reliability are still applicable 
and can be widely applied to other population groups. Cur-
rently, the findings of this study are limited to adult subjects 
with normal hearing that are aged 18 to 25 years and limited 
to the equipment, stimulus, and recording parameters used in 
the present study. 
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